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ABsTRAcr Spirometric variables were obtained from nine symptomless subjects, who performed
forced expiratory manoeuvres with three Vitalograph spirometers at three different ambient
temperatures (36.5°C, 24-10C, and -7.3°C) over three days according to a Latin square design.
Analysis of variance showed no significant difference between values at different ambient temp-
eratures when measured at ATPS. Correction of the results to BTPS resulted in a significant
difference in values at the three ambient temperatures for all measurements other than the
Vmax25. The mean error introduced by conversion to BTPS varied from 7% (SD 5%) for the
FVC at 24-1C to 30% (21 %) for Vmax,o at -7-30C. Possible explanations for these observations
include the increasing compliance of the spirometer bellows with increasing temperature, rela-
tively slow cooling of gases within the spirometer, and a combination of these effects. We
conclude that there is no evidence that conversion to BTPS improves the accuracy of measure-

ments made on a Vitalograph spirometer. Further studies on other spirometers are needed to see

whether conversion to BTPS is always appropriate.

Hutchinson noticed when using his spirometer that
subjects had larger vital capacities in summer than
winter and therefore decided to correct for the
effects of changes in ambient temperature.' He
chose to correct for all volumes to 60°F (15°C),
which was apparently an average indoor tempera-
ture in London at that time. Because of this observa-
tion it has become accepted practice to convert vol-
umes from the temperature and pressure around the
recording equipment to a standard condition, which
for most purposes is that obtaining in the lung.2
Because we were engaged in epidemiological sur-
veys using the Vitalograph spirometer in different
ambient conditions we wondered whether this prac-
tice was valid. We have therefore studied the effects
of temperature on Vitalograph spirometer readings.

Methods

To determine the effect of different ambient temp-
eratures on spirometric variables, three groups of
three young symptomless subjects performed three
*forced vital capacity manoeuvres into each of three
Vitalograph spirometers at three ambient tempera-
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tures on three consecutive days. The Vitalograph
spirometer measures volume by means of a wedge-
type bellows made of plasticised PVC. The volume
expired is displayed against time on a chart, which is
carried on a moving platform. Each spirometer was
assessed in a room at 24.1°C (SD 0.5°C) (respiratory
physiology laboratory), 36-5°C (0.60C) (bacterio-
logy hot room), and -7 3°C (0-7°C) (deep freeze at
Smithfield meat market used for storing 500 tons
(63 500 kg) of frozen meat). Each instrument was
left to equilibrate with the ambient temperature
overnight before measurements were made. The
subjects themselves were exposed to the high and
low ambient temperatures for only a few seconds
before starting the FVC manoeuvre but they
inspired from the ambient air. The orders of blowing
and placing of the spirometers were randomised for
each day and the study was set up as a Latin square.
The results were recorded on Vitalograph charts,

numbered, and subsequently analysed blind by a
single observer. The FVC was measured at plateau
and flow rates at 75%, 50%, and 25% of the vital
capacity were measured from sloped lines drawn
tangentially to the spirograph tracing. Spirometric
values- recorded at 24-1°C and -7-3°C were
expressed as percentages of those obtained at
36-5°C. The significance of differences was tested by
analysis of variance.
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Table 1 Spirometric values obtained at 24*1 C and -7.3°C expressed as percentages of those obtained at 36*5C when
measurements were made at ATPS and after conversion to BTPS in nine subjects using three spirometers

Value at 24-101C x 100 Value at -7.30C x 100
Valueat36*50C Value at 36*S0C 0

FEV, ATPS 101 5 103 + 6 NS
BTPS 109 5 128 ± 7 <0-001

FEV3 ATPS 100 4 103 ± 6 NS
BTPS 107 ± 4 127 + 7 <0*001

FVC ATPS 100 4 103 5 NS
BTPS 107 + 5 128 + 7 <0-001

'Vmax7, ATPS 101 12 104 11 NS
BTPS 109 ± 13 130 13 <0-025

Vmax,, ATPS 102 ± 15 104 17 NS
BTPS 110 ± 17 130 ± 21 <0.05

Vmax2, ATPS 105 ± 18 102 16 NS
BTPS 113 ± 19 127 ±+20 NS

FEV,, FEV-forced expiratory volume in one and three seconds; FVC-forced vital capacity; Vmax,,,,,50,-maximum expiratory flow at
75% (or 5(10% or 25%) of the vital capacity; NS-not significant.

Results

The results are shown in table 1. There was no
significant difference between any of the spirometric
variables at the three different temperatures when
measured at ATPS and there were no significant
between-machine differences or between-day difer-
ences and no interactions. Converting the
spirometric variables to BTPS resulted in a
significant difference in values at the three different
ambient temperatures for all measurements other
than Vmax25 (maximum expiratory flow at 25% of
vital capacity), where there was very large variabil-
ity.

Discussion

Although it has become standard practice to correct
for ambient temperature little direct experimental
work has been reported on the value of this correc-
tion. Gardner and his colleagues studied the effects
of heated and humidified air on metal volume
spirometers.3 By pumping 6 litres of warm (37°C),
humidified (100% saturated) air at 12-4 I/s into a
Stead Wells spirometer they found an overshoot of
250 ml and a time constant of 1*4 s with a one-hose
system. Using a forced vital capacity of warm
humidified air generated by a computerised system,
they found an overshoot of 100 ml at 1-4 s with an

Ohio spirometer. They concluded that gases enter-
ing volume-measuring devices cool very rapidly and
that temperature correction is thus justified. They
did not, however, report observations on spiromet-
ers with plastic bellows, nor did they study effects on
varying ambient temperatures.

Studying the Vitalograph spirometer, we found
that there was no significant difference between
measurements at different ambient temperatures
when volume and flow were measured directly. The
"correction" of measurements to BTPS, however,

generated significant errors, varying from 7% to
30%. These observations were made under extreme
conditions to amplify any errors, although in a pilot
study comparing 24°C with 7°C similar results were
obtained. There are several explanations which may
explain the independence of Vitalograph readings
from ambient temperature.
There was no reason to suspect that the different

ambient conditions affected the subjects. Identical
clothing was worn for each FVC manoeuvre and
each subject spent minimal time at the extreme
temperatures. The purposes of the trial was not
explained to the subjects and the results were ana-
lysed blind.

It is possible that the characteristics of the
spirometer explain the observations. The gas
expired into the spirometer may cool relatively
slowly because of the low thermal conductivity of
the bellows and tubing of this type of spirometer. At
10 seconds the external temperature of the mouth-
piece tubing assessed with a thermographic camera
(Aga thermovision, Model 680 Medical) is higher
than the ambient temperature (fig). Alternatively,
the bellows of the spirometer may become more
compliant with increasing temperature. As the
temperature rises more of the volume is accommo-
dated in horizontal distension of the bellows, leaving
less vertical displacement.4 Indeed, a combination of
these explanations may be correct.
As most respiratory laboratories at present cor-

rect results to BTPS (although in many this may be
only a token gesture, all values being multiplied by
1-05 or 11), why bother to change routine practice?
If measurements are made with a Vitalograph
spirometer in different ambient temperatures and
converted to BTPS, then the readings obtained at
low ambient temperatures would be disproportion-
ately high. Conceivably therefore spirometric data
obtained from epidemiological surveys of similar
ethnic groups at different ambient temperatures
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Thermographic
photographs ofthe
mouthpiece tubing before
and 10 seconds after the
beginning ofa forced vital
capacity manoeuvre by a
normal subject. The
external temperature is
hotter (darker) at 10
seconds than before the
FVC manoeuvre.

might differ. Table 2 compares the mean FEV, and
FVC of similar ethnic groups in different countries.
The values obtained in temperate conditions were
higher than those obtained in presumably tropical
conditions; both were corrected to BTPS, and
removal of the correction would tend to reduce the
differences. Although these groups may not be
directly comparable and the significance of the dif-
ferences is uncertain, spirometric values obtained
for similar ethnic groups in different countries
appear to be different and this could be a direct
consequence of "correction" of lung volumes by
conversion to BTPS.
This paper asks more questions than it answers.

The heat physics of spirometers is clearly complex
and the performance of different instruments under
different ambient conditions may be highly depen-
dent on materials and manufacturing techniques.
Further studies are needed on the effect of tempera-
ture on this spirometer and on others of different
design. We conclude that, for the sake of simplicity
and uniformity, measurements made with the Vit-

Table 2 Spirometric variables for men ofsimilar race but
from different countries derived from regression equations
in published reports: results corrected to BTPS and to age
37 years and height 1 69 m

Presumed Presumed tropical
temperate conditions
conditons

Pakistanis Pakistanis Asian Indians
in UK5 in Pakistan6 in Guyana7

FEVI (1) 3-35 3-03 2-89
FVC'(1) 3-93 3-91 3-56

Negroes in Negroes in
A' Guyana'

FVC (1) 4-15 3.73

alograph spirometer should not be converted to
BTPS.
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