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An audit of bronchoscopy practice in the
United Kingdom: a survey of adherence to
national guidelines

D Honeybourne, C S Neumann

Abstract Over the last 15 years fibreoptic bronchoscopy
has become a routine procedure in most hos-Background – Both patient and staff safety

are of major importance during the pro- pitals in the UK. Guidelines have been pub-
lished to advise bronchoscopy and endoscopycedure of fibreoptic bronchoscopy. Patient

safety depends partly on adequate dis- departments on procedures to minimise the
risks to patients and staff.1–6 No specific re-infection of instruments and accessories

used as well as careful monitoring during the commendations have been made regarding the
site of bronchoscopy, e.g. operating theatre orprocedure. Adequate facilities, manpower

and training are also essential. Staff safety dedicated endoscopy unit. The term “endo-
scopy unit” is now widely used where bron-depends partly on adequate procedures to

minimise any risks of sensitisation to agents choscopy is carried out in the same area as
gastrointestinal endoscopy.such as glutaraldehyde. An audit was carried

out of bronchoscopy procedures in hospitals Patient safety during bronchoscopy depends
on many factors including adequate cleaningin the UK and the findings were compared

with published guidelines on good practice and disinfection of the instruments and ac-
cessories, careful monitoring of the patient, andand clinical consensus.

Methods – A postal questionnaire was sent proper training of both the bronchoscopist and
also the nurses and ancillary staff. Instrumentto 218 bronchoscopy units in the UK. Find-

ings were then compared with published design has improved progressively over the past
few years and most fibreoptic bronchoscopesevidence of good practice in the areas of

disinfection, including the use of glutar- are now fully immersible which facilitates
adequate disinfection. Careful selection ofaldehyde, patient monitoring, manpower,

facilities, and training. patients for bronchoscopy and adequate moni-
toring during the procedure are extremely im-Results – A 73% response rate was ob-

tained. Recommended minimum dis- portant.
Staff safety partly depends on the use ofinfection times before and after routine

bronchoscopies were not achieved by 35% protective clothing during instrument dis-
infection. Bronchoscopy staff are also advisedof units. No disinfection was carried out

in 34% of units before emergency bron- to wear gloves, gowns, masks, and close fitting
eye protection for all patients since muco-choscopies and in 19% of units after sus-

pected cases of tuberculosis. Adequate cutaneous transmission of HIV has occurred
from splashing of blood and secretions7 andrinsing of the bronchoscope with sterile or

filtered water was not carried out by 43% infective patients cannot always be identified.2

Automatic disinfection machines are now avail-of units. Contrary to recommendations,
31% of departments were still using glu- able and have the advantage of reducing staff

contact with glutaraldehyde.taraldehyde in the patient examination
room and inadequate room ventilation was Both patient and staff safety also depends on

adequate manpower, facilities, and training.common. Protective clothing was often not
worn by staff during bronchoscopy. In- Training programmes for nurses or technical

staff involved with bronchoscopies include in-adequate intravenous access and use of
supplementary oxygen were found in many dividual hospital internal training and external

courses which may involve 1–2 days or theunits. Practice standards were higher in
Department of departments where dedicated bron- English National Board (ENB) 906 three week
Thoracic Medicine choscopy/endoscopy units of the hospital course.D Honeybourne

were used, and also where staff had been The aim of this study was to audit bron-
Endoscopy Unit on external training courses. choscopy procedures with reference to dis-
C S Neumann Conclusions – This audit has shown that infection, patient monitoring, precautions to

many units do not adhere to guidelines on prevent unnecessary staff exposure to glutar-City Hospital NHS
Trust, Dudley Road, disinfection procedures and patient moni- aldehyde or infection using published national
Birmingham B18 toring. Unnecessary potential risks due to guidelines for comparison.7QH, UK

staff exposure to glutaraldehyde were ap-
Correspondence to: parent. National guidelines on good practiceDr D Honeybourne.

are not being followed in areas which may
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potentially affect patient and staff safety.Returned to authors A questionnaire was sent to 218 units across31 January 1996 (Thorax 1997;52:709–713)
Revised version received the UK known to carry out bronchoscopy in
28 April 1997 order to evaluate standards of practice. TheAccepted for publication
29 April 1997 Keywords: audit, bronchoscopy. questionnaire stressed that a single reply was
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disinfection both for routine lists and for emer-Table 1 Details of workload and manpower
gency procedures. Also methods of disinfectionEndoscopy Operating Others Total
for high risk patients (suspected of tuberculosis,department theatre (n=28) (n=159)

(n=104) (n=27) HIV infection, hepatitis B or immuno-
suppression) were requested. The types of pre-Mean number of bronchoscopies 247 245 254 248

per year (range (range (range (range medication and sedation were recorded and42–800) 50–750) 40–570) 40–800)
whether supplemental oxygen, pulse oximetry,<2 assisting at a list 5 (5%)∗ 6 (22%)∗ 6 (21%) 17 (11%)

Emergency out of hours service provided 66 (63%) 21 (78%) 17 (61%) 104 (65%) and continuous intravenous access were used.
∗ p<0.01.

 
Statistical analysis of the data was carried outTable 2 Details of disinfection procedures with non-emergency bronchoscopies
using the Excel ASTUTE scientific and stat-Endoscopy Operating Others Total
istical data analysis system. Comparisons ofdepartment theatre (n=28) (n=159)

(n=104) (n=27) results were performed using the v2 test with
Yates’ correction factor or Fisher’s exact testMinimum 20 min disinfection before

and after each case 74 (71%) 14 (52%) 16 (57%) 104 (65%) where appropriate. A p value of less than 0.05Minimum 60 min after suspected
was considered significant. Analysis of the res-tuberculosis 93 (85%)∗ 16 (59%)∗ 20 (71%) 129 (81%)

Rinsing with sterile or filtered water ults was carried out according to the site whereafter disinfection 62 (60%) 14 (52%) 15 (54%) 91 (57%)
bronchoscopies were performed.

∗ p<0.001.

Results
Table 3 Disinfection facilities Replies were received from 159 units, a re-

sponse rate of 73%. Bronchoscopy was carriedDepartments with Departments with Departments with
dedicated disinfection automated washers/ adequate fume in a variety of sites. The main bronchoscopy/room disinfectors extractors

endoscopy unit of the hospital was used by
Endoscopy units (n=104) 79 (76%)∗ 90 (87%) 43 (41%) 66% of respondents, the operating theatre byOperating theatres (n=27) 16 (59%) 18 (67%) 3 (11%)

17%, while the other 17% used sites such as theOthers (n=28) 14 (50%)∗ 15 (54%) 11 (39%)
Total 109 (69%) 123 (77%) 57 (36%) thoracic department, dedicated bronchoscopy

suites, x ray or outpatient departments or∗ p<0.02 Endoscopy units vs Endoscopy units vs
theatres p<0.05. theatres p<0.01. wards. Table 1 shows details of workload, man-Endoscopy units vs Theatres vs others

power, and the availability of emergency bron-others p<0.0005. p<0.05.
choscopies. Adequate numbers of staff assisting
at bronchoscopy were more likely in dedicated
endoscopy units.required from each unit and duplicate replies

from the same unit were not counted or ana-
lysed. No reminders or repeat mailings were
sent. The replies were compared with guide-  

Table 2 details disinfection procedures for non-lines on various aspects of fibreoptic bron-
choscopy and endoscopy published by the emergency bronchoscopies. Performance was

significantly better for adequate disinfectionBritish Thoracic Society, The British Society
of Gastroenterology, The Royal College of Sur- after suspected tuberculosis in endoscopy de-

partments than in operating theatres. In ad-geons, and “The Control of Substances Haz-
ardous to Health” (COSHH) regulations. dition, of the 104 units that provided an

emergency bronchoscopy service, no dis-
infection prior to bronchoscopy was reported
by 34% and inadequate disinfection after bron- 

The questions relating to staff safety covered choscopy (less than 20 minutes) by 25%.
Intravenous sedation was used by 112 unitsthe following aspects: where bronchoscopy was

carried out, which disinfectant was used and (mainly midazolam), opioids by 68 units, and
41 used both. Atropine was used routinely inwhich disinfection machines were available,

what ventilation system was installed, what 109 units (68.6%).
protective clothing was worn both during in-
strument disinfection and bronchoscopy, and
what training had staff received. In addition  

Table 3 lists how many departments carriedthe questionnaire asked whether a separate
disinfection room was used, how the ac- out the disinfection process in a dedicated

room, the number of departments with auto-cessories were cleaned and what number of
staff assisted at bronchoscopy. mated machines, and the number of de-

partments that had fume extraction appropriate
for the type of disinfection facilities and dis-
infectants used. These facilities were sig- 

The questions relating to patient safety in- nificantly more likely to be available in the
endoscopy units than in other departments.cluded the number of procedures per year and

the number of nurses and/or technicians who The most widely used disinfectant was 2%
activated glutaraldehyde (140 departments)assisted with the procedure. Enquiries were

made about staff training including re- while 11 departments used a formaldehyde
based disinfectant and one department usedsuscitation training. Detailed questions were

asked about the precise methods of instrument peracidic acid.
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Table 6 Effect of training on method of personalTable 4 Departments with adequate protective clothing worn during instrument
disinfection and bronchoscopy protection during disinfection

AdequateDepartments with staff wearing Departments with staff wearing
adequate protective clothing full protective clothing protective

clothingduring disinfection

Endoscopy units (n=104) 54 (52%)∗ 5 (5%)∗∗ In-house only (n=75) 23 (31%)
External courses (1–2 days) (n=60) 30 (50%)Operating theatres (n=27) 8 (30%)∗ 5 (19%)∗∗

Others (n=28) 12 (43%) 11 (7%) External courses 3 weeks (ENB 906) (n=24) 17 (71%)
Total (n=159) 70 (44%)

∗ p<0.05, ∗∗ p<0.02 bronchoscopy units vs theatres.
p=NS ENB vs. 1–2 days external courses.
p<0.05 1–2 days external courses vs. in-house only.

Table 6 reveals the effect of training on the
wearing of adequate protective clothing during

Table 5 Effect of training on instrument disinfection instrument disinfection.
Routine Risk Both Resuscitation training for non-medical staff
OK OK OK had been given in 93% of units involved with

In-house only (n=75) 54 (72%) 42 (62%) 27 (36%) bronchoscopy. However, 22% of these units
External courses 1–2 days (n=60) 44 (73%) 33 (55%) 30 (50%) offered no periodic retraining or updating inExternal courses 3 weeks (ENB 906) (n=24) 20 (83%) 24 (100%) 22 (92%)
Total (n=159) 118 (74%) 98 (62%) 79 (50%) resuscitation.

ENB vs. others externals NS p=0.0002 0=0.001
Other externals vs. in-house only NS NS NS
ENB vs. in-house only NS p=0.0002 p<0.0001 Discussion

This study has highlighted the variety of sites
where bronchoscopy is carried out in different
hospitals. Two thirds of the 159 responding
centres carried out bronchoscopy in the main
endoscopy unit of the hospital. The con-

Table 4 shows the number of departments centration of expertise in such sites may be
that used adequate protective equipment, con- expected to lead to improved standards of
sidering the disinfection equipment and chem- patient safety compared with sites which are
icals used, and the number of departments not used for bronchoscopy/endoscopy services
complying with the recommendations re- on a daily basis.
garding protective clothing during bron- Table 1 shows that the recommended num-
choscopy – that is, gloves, gown, mask, and ber of at least two nurses or technicians assisting
closely fitting eye protection. Performance was the bronchoscopist was achieved in 95% of
again significantly better in endoscopy units. endoscopy units but was lower in the other
Further analysis revealed that gloves were worn sites.
routinely by staff of nearly all departments
while only 24% routinely wore gowns, 27%
face masks, and 21% goggles. Nearly half of  
staff working in operating theatres wore gowns Disinfection
and face masks routinely compared with less Efficient disinfection of the bronchoscope
than a quarter of the others. Close fitting eye needs to be carried out before and after each
protection was not worn routinely by about patient and this should be for a minimum of
20% of all departments. Even with high risk 20 minutes when using 2% glutaraldehyde.1–6

patients, 28% of all departments never wore The instrument must be scrupulously cleaned
gowns, 16% never wore face masks, and 19% manually to remove debris, especially from the
never wore goggles. channels before being treated with dis-

infectant.1 Inadequate cleaning and dis-
infection of a suction valve has been reported to
have led to cross-infection with Mycobacterium

Of the total of 159 departments 47% arranged tuberculosis.8

Bronchoscopes should be disinfected for 20only in-house training, 38% training at external
courses of 1–2 days duration, and 15% at the minutes before the start of a list1 to ensure that

any pathogens which have contaminated thethree week ENB 906 course. There were no
significant differences in these arrangements bronchoscope in storage such as Pseudomonas

aeruginosa have been eradicated. The re-according to bronchoscopy site (endoscopy
unit, operating theatre or others). commended disinfecting time of 20 minutes

after bronchoscopy is thought to be adequateTable 5 shows the effect of training courses
on disinfection procedures. Further analysis after examining patients who are positive for

hepatitis B surface antigen or HIV.9 10 However,showed that, even within the endoscopy units,
those who had staff who had attended the ENB after bronchoscopic or endoscopic examination

of patients who are suspected of having tuber-906 course performed better, especially with
regard to disinfection prior to immuno- culosis, a disinfecting time of 60 minutes is

recommended.11 Before and after examiningsuppressed patients than units with staff who
had only attended a 1–2 day course (p <0.05) immunosuppressed patients the disinfection

time should be 60 minutes to enable eradicationor had only had in-house training (p <0.002).
Too few staff at the other sites had attended of opportunistic pathogens, especially non-

tuberculous mycobacteria.4 Before and afterthe ENB 906 to allow for detailed analysis.
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emergency bronchoscopy the instrument the chemical disinfection process into a ded-
icated room for this purpose and enclose theshould be adequately cleaned and disinfected

using the same criteria as for non-emergency disinfection process by using automated wash-
ers/disinfectors.24 Local exhaust ventilationcases. Rinsing the bronchoscope after dis-

infection is important to remove traces of glu- should be available when using chemicals giving
off noxious fumes.23 Sterilisation either in thetaraldehyde but this should be done with sterile

or filtered water to avoid the possibility of Hospital Sterile Supplies Unit (HSSU) or in
bench-top autoclaves has been recommendedcontamination with opportunistic pathogens

especially Mycobacterium chelonei12–14 or Myco- for endoscope accessories that are compatible
with this process,24 minimising exposure of staffbacterium xenopi.15

For routine endoscopy lists dedicated en- to the chemicals used in manual disinfection.
Staff safety in the NHS is not only a healthdoscopy units performed significantly better

than operating theatres (table 2). The number concern but also has become of legal import-
ance since the lifting of Crown Immunity forof units using sterile or filtered water for rinsing

was disappointingly low at only 57% and was NHS hospitals and the successful prosecution
by the Health and Safety Executive of a healthvery similar to a recent survey.16 This obviously

raises worries about the risk of introducing authority in 1989.25

The full time commitment of staff to pro-opportunistic pathogens into the bronchoscope
channels at this stage. An emergency out-of- cedures in the main endoscopy unit of the

hospital may be expected to lead to improvedhours bronchoscopy service was provided by
65% of units but bronchoscopes received no levels of staff training and consequently staff

safety compared with sites that do not carryprior disinfection in 34% of these units, or
inadequate disinfection (less than 20 minutes) out bronchoscopic/endoscopic procedures on

a daily basis. We found that bronchoscopy/before bronchoscopy in 25% of units. This
suggests that specifically trained endoscopy endoscopy units were more likely to use a

dedicated disinfection room than other de-personnel need to be on call.
partments (table 3). They were also sig-
nificantly more likely to use automated
disinfection than either the operating theatresSedation and monitoring

Patients undergoing bronchoscopy may have or other departments. Full fume extraction
within a fume cupboard or with a vapour con-chronic respiratory disease and sedation used

during the procedure is potentially hazardous. trolled automated disinfection system was only
achieved in just over one third of all de-Pulse oximetry is recommended during bron-

choscopy, as is supplemental oxygen.2 Con- partments.
Staff in nearly 60% of departments did nottinuous intravenous access should be routinely

available if intravenous sedatives are used.2 3 wear adequate protection during instrument
disinfection considering the disinfection facil-Our survey showed that pulse oximetry was

used in 84% of units. However, supplemental ities available and methods used (table 4). Most
departments underestimated the danger ofoxygen – which is another recommendation –

was only routinely practised by 48% of units. aldehyde vapour with staff not wearing ap-
propriate respiratory protective equipment dur-Some respondents did comment, however, that

they would use supplemental oxygen for ing chemical disinfection when the disinfection
process was not enclosed and the local fumepatients at “high risk” or when oxygen sat-

urations fell below 91%. A previous study of extraction was inadequate. Research is being
carried out to assess whether newer agents suchbronchoscopic procedures in 1986 showed that

only 18% used routine supplemental oxygen.17 as peracidic acid are safe and cost effective
alternatives to glutaraldehyde.22Continuous intravenous access was only

routinely available in 68% of units which seems
inadequate considering that most departments
used intravenous sedatives. Protective clothing

Apart from wearing protective clothing during
instrument disinfection, bronchoscopy staff are
also advised to wear gloves, gowns, masks, and 

Glutaraldehyde risks close fitting eye protection for all patients since
mucocutanous transmission of HIV has oc-Fibreoptic bronchoscopes are heat sensitive

and cannot be autoclaved. Disinfection of curred from splashing of blood and secretions7

and infective patients cannot always be iden-fibreoptic endoscopes therefore is achieved by
chemical means using aldehydes, pre- tified.2 In addition to closed disinfection sys-

tems and fume extraction, employers need todominantly 2% activated glutaraldehyde. Alde-
hydes can cause sensitisation to both the skin provide and employees need to use protective

equipment appropriate for the chemicals usedand respiratory tract.18 19 In the UK surveys
have revealed that between 75%20 and 80%21 and the facilities available.26 Equipment for

protection includes nitrile rubber gloves, ap-of endoscopy staff using glutaraldehyde de-
veloped symptoms attributed to aldehyde ex- rons, chemical grade eye protection, and res-

piratory protective equipment suitable forposure.
Alternatives to aldehyde disinfectants are removing organic vapour. This study found

that staff in only 7% of departments wore allbeing investigated.22 Aldehydes are substances
covered by the Control of Substances Haz- protective clothing routinely as recommended

(table 4). Staff working in operating theatresardous to Health regulations (COSHH).23

Guidelines suggest that departments remove complied more often than others in the routine
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wearing of masks, gowns and gloves, probably taraldehyde and from infective organisms from
patients. There was evidence that dedicatedsince these are routinely worn for all other

procedures. This surprisingly high non-com- endoscopy units were more likely to follow
national guidelines and had better facilities forpliance with published guidelines raises the

question of whether this was due to lack of chemical disinfection. Training of at least one
member of staff on an external training courseknowledge or to the guidelines being im-

practical to implement. Our study cannot significantly improved standards of practice.
answer this question but it should encourage a
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