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Factors affecting total and "respirable" dose
delivered by a salbutamol metered dose inhaler
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Abstract
Background - Many factors contribute to
the high variability of doses delivered to
the lungs of patients using metered dose
inhalers (MDIs). Relatively little attention
has been paid to the contribution to this
variability of the way in which the MDI is
handled before the inhalation manoeuvre.
Instruction leaflets often recommend pro-
cedures at odds with those used for in
vitro testing of the device. The standard
protocol for in vitro assessment of sal-
butamol MDIs involves shaking the MDI
vigorously for 30 seconds and wasting the
first two actuations. Subsequent ac-
tuations are introduced into the testing
device at five second intervals. Patient
instructions do not include a re-
commendation to waste the first two ac-
tuations and recommend a delay of one
minute between actuations. A series of
experiments was performed to determine
whether such differences might be im-
portant.
Methods - The total and "respirable"
doses delivered by a salbutamolMDI (Ven-
tolin, Allen & Hanburys) under various
conditions were assessed with a multistage
liquid impinger. The quantity of drug de-
posited on each stage was measured by an
ultraviolet spectrophotometric method.
The effect on the delivered dose of not
shaking the canister, not wasting the first
two doses, waiting 30 seconds between ac-
tuations, and using multiple rapid ac-
tuations was assessed by comparing the
results with those obtained using the
standard in vitro testing protocol.
Results - Compared with a standard pro-
tocol, it was found that not shaking the
MDI before use reduced the total and "res-
pirable" dose by 25-5% and 35 7%,
respectively. The dose delivered when
actuating the MDI at 30 second intervals
was no different from that when intervals
of five seconds were used. Two actuations
separated by one second had no effect on
the total dose but reduced the "respirable"
dose by 15-8%, while four rapid actuations
reduced the total and "respirable" doses
by 8-2% and 18-2%, respectively. Storing
the MDI stem down reduced the total and
"respirable" dose delivered in the first
actuation by 25-0% and 23-3% despite
shaking the MDI before use.
Conclusions - MDIs containing drug in
suspension must be shaken before use to
resuspend the drug contained in the MDI,
but shaking does not alter the composition

ofthe suspension in the metering chamber
and hence the dose in the first actuation
remains low. Very rapid actuations can
reduce the dose delivered per actuation,
but salbutamol MDIs can be actuated im-
mediately after a 10 second breath holding
pause without affecting the dose delivered.
(Thorax 1995;50:746-749)
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Although metered dose inhalers (MDIs) are
the devices most widely used for aerosol ther-
apy, their effectiveness is often adversely in-
fluenced by suboptimal use. Recommendations
for use vary and this can cause confusion in
the minds of patients wishing to use the devices
optimally and in those instructing them. Hence,
instructions should be as simple as possible.

Protocols used by drug companies for
handling MDIs during in vitro assessment
of formulations frequently vary from that
recommended for clinical use. A typical stand-
ard protocol when using a particle sizing device
such as a multistage liquid impinger involves
shaking the MDI vigorously for 30 seconds and
then wasting the first two actuations. The MDI
is then actuated a predetermined number of
times into the particle sizing device. These
actuations are separated by an interval of 5-30
seconds, depending upon the protocol being
used, and the MDI is shaken between each
actuation.

Instructions for clinical use do not normally
include wasting the first actuations and it is
frequently stated that actuations should be sep-
arated by at least one minute.'` The delay of
one minute between actuations is based on
the suggestion that more frequent actuations
adversely affect the output and particle size
distribution of subsequent actuations"'5 due to
cooling of the metering valve.
The importance of these differences is un-

clear. Protocols used by pharmaceutical com-
panies are presumably designed to maximise
reproducibility ofdose and particle size. Hence,
the routine wastage of two actuations during
in vitro testing suggests that these doses may
not be as reproducible as subsequent doses,
and the use of five second intervals between
actuations suggests that a one minute delay is
unnecessary.
A multistage liquid impinger was used to

assess the effect on total drug output and par-
ticle size distribution when a salbutamol MDI
(Ventolin, Allen & Hanburys) was actuated in
accordance with several protocols.
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Methods
The total dose and particle size distribution
of the aerosol delivered by the metered dose
inhalers was assessed using an Astra High Per-
formance Multistage Liquid impinger (MSLI;
Copley UK, Nottingham). Air is drawn
through the device at a continuous flow of 601/
min. After actuating the MDI into the "throat"
of the impinger the aerosol is drawn through
the device with the entraining air flow. Droplets
are deposited upon the throat or one of four
stages and the site of deposition is determined
by the particle size of the droplet. The device
has been calibrated in such a way that all
droplets penetrating beyond each stage are
smaller than a given diameter; particles
>13 Wn, 6-8-13 pm, 3-1-6&8 gm, and <3-1 jim
are deposited on stages 1, 2, 3, and 4, re-
spectively. The dose depositing on stages 3 + 4
is often termed the "respirable dose" although
the correlation between this figure and the dose
delivered to the lungs when MDIs are used by
patients is not good.
For each experiment at least 10 actuations

of an MDI were introduced into the impinger
in order to ensure that sufficient drug was
deposited on each stage to obtain accurate
results. The amount of salbutamol deposited
on the actuator, throat, and each of the stages
of the MSLI was measured using the following
method. The actuator, throat, and stages of the
MSLI were separately washed with ap-
proximately 40 ml of methanol; 5 ml 01M
NaOH was added to each wash and the volume
was then made up to a total of 50 ml with
methanol. The absorbance (k = 246 nm) of
each sample was measured in duplicate (Aaik) on
a spectrophotometer (Hitachi U-2000); 0.5 ml
concentrated HC1 was added to a 10 ml aliquot
of each solution and the absorbance at 246 nm
measured in duplicate (A.C6d). The absorbance
of each solution was obtained by subtracting
Aacid from AaIk and the concentration of sal-
butamol in the samples obtained by using the
absorbance of a solution containing a known
concentration of salbutamol. The standard
curve for salbutamol was linear (r2 = 1 00) for
concentrations between 0 and 27 jig/ml. A
known solution of salbutamol was included
with each assay, and the coefficient of variation
for the absorbance of this solution was 1-9%.

All results are expressed as dose per actu-
ation.

STANDARD PROTOCOL
The standard protocol used by Glaxo for hand-
ling salbutamol MDIs during in vitro testing
(personal communication) was used in these
experiments, against which modifications to
this protocol could be compared. The MDI
was stored overnight standing on its base and
then shaken vigorously for 30 seconds before
the first actuation. The first two actuations
were wasted before testing. Ten actuations at
five second intervals were then introduced into
the impinger and the MDI was shaken vig-
orously during the intervals between ac-
tuations. A total of 11 such experiments was
performed.

Omitting shaking
The salbutamol canister was stored overnight
(minimum of 16 hours) on its base. It was
gently inverted and was not shaken before the
first actuation or between actuations. The first
two actuations were wasted and the MDI was
then actuated at five second intervals.

Altering the delay between actuations
(a) The standard protocol was followed but the

delay between actuations was increased to
30 seconds (n = 8).

(b) Two actuations separated by one second
were repeated at five second intervals in
order to assess the effect on delivered dose
of actuating the canister for a second time
immediately after it had been actuated in the
standard manner. A total of 10 actuations
(2 x 5) was used for each experiment (n =
5). The MDI was shaken during the five
second intervals.

(c) The MDI was actuated four times at one
second intervals. A total of 12 (4 x 3) ac-
tuations was used with each set of four
actuations, being separated by five second
intervals (n=5). The canister was shaken
in the normal way between the sets of four
actuations.

Effect of delay between shaking and actuation
(a) The MDI was shaken for five seconds im-

mediately after each actuation and then left
with the stem down for 30 seconds without
being disturbed before the next actuation.
Ten actuations were performed for each
experiment (n = 6).

(b) The MDI was then shaken for five seconds
immediately after each actuation and left
with the stem down for 10 seconds without
being disturbed before the next actuation
(n= 6).

Dose delivered by first actuation
The first actuation from 10 different MDIs was
introduced into the impinger. The MDIs were
stored overnight (minimum of 16 hours) before
the experiment, shaken for 30 seconds and the
initial actuations from each MDI were put
through the impinger.
(a) MDIs were stored on their bases with the

stems up (n = 6).
(b) MDIs were stored with their stems down

(n = 6).

DATA ANALYSIS
Statistical analysis of the data was carried out
using a one way analysis ofvariance (ANOVA).

Results
Results from the standard protocols and sub-
sequent experiments are presented in the table.

Omitting shaking
Not shaking the canister reduced the total out-
put of drug from the MDI by 25-5% (p<001)
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Total output (jiglactuation) and output ofparticles of <6-8 jim and <3-1 jm in diameter
(lig/actuation) when a salbutamol metered dose inhaler was actuated according to the
standard protocol and under a variety of different conditions
Protocol Total output Particles <6-8pm Particles <3-1 pm

(p,glactuation) (pglactuation) (pg/actuation)

Standard 109-1 (7-6) 59 4 (6-0) 44-6 (3-2)

Omitting shaking:
Unshaken 81-3 (9.2)** 38-2 (4.5)** 28-7 (2.5)**

Altering delay between actuations:
30 s intervals 109-5 (9-8) 61-4 (5-5) 47-6 (5.0)
Double actuations 105-3 (1-9) 50-0 (3-1)** 40-4 (1 9)*
Four actuations 100 1 (2 8)* 48-6 (3-3)** 38-4 (2.3)**

Delay between shaking and actuation:
30s intervals 97-8 (4-4)** 58-6 (2-9) 45-4 (11-5)
lOs intervals 103-5 (5-7) 56.4 (3-3) 41-9 (1-9)

Dose delivered by first actuation:
Stem up 113-4 (7-3) 62-5 (5-8) 44-6 (3-4)
Stem down 81-8 (7.2)** 45-6 (5.2)** 32-8 (3.5)**

* p<0-05; ** p<0-01.

and the mass of particles of <6-8 ,um diameter
was reduced by 35-7% compared with the
standard protocol (p<0- 01).

Altering the delay between actuations
There were no significant differences noted in
total dose or the output of particles of <6 8 pm
when the MDI was actuated at five second and
30 second intervals. Double actuations did not
reduce the total output but did produce a

15-8% decrease in the mass of particles of
<6-8 ,um (p<0- 01). Four actuations reduced
the total mean output by 8-2% (p<0-05) and
the output of particles of <6-8 ,um by 18-2%
(p<O-O1).

Effect of delay between shaking and actuation
Actuating the canister 30 seconds after shaking
produced a small decrease in the total output
but did not reduce the output of particles of
<6-8 pm.

Dose delivered by first actuation
Using the first actuation from canisters stored
on their bases with the stems up had no dis-
cernible effect when compared with those pro-
duced by the standard protocol. However,
when the canisters were stored with the stems
down the total output was reduced by 25-0%
(p<O-O1) and the output ofparticles of<6 8 ,um
in diameter was reduced by 23-2% (p<0-01).

Discussion
The results from these in vitro studies suggest
that the dose delivered from MDIs in routine
clinical usage is likely to be significantly less
than that achieved during routine in vitro test-
ing. In vitro testing of such devices should
include protocols which follow advice given to
patients.
These results emphasise the importance of

shaking the device before use. NWhen left over-

night, the total and respirable dose was greatly
reduced if the canister was not shaken even

when the first two actuations were wasted. The
reason for this is that MDIs containing drug

in suspension are generally formulated in such
a way that the drug and propellant separate
out rapidly. When formulated in this way the
drug is easily resuspended upon shaking, while
in formulations that settle out more slowly the
drug tends to become caked onto the surface
of the canister as it separates out and con-
sequently is difficult to resuspend.6

Previous work has suggested that the first
dose from an MDI should be wasted since
storage for days7 or even hours8 may adversely
affect the dose contained in the first actuation.
A recent study showed that storage of sal-
butamol canisters with the valve stem down for
as little as three hours resulted in a reduced
dose in the first actuation.8 We also found a
significant reduction in the first dose delivered
when stored with the valve stem down, despite
shaking, but if stored with the valve stem up
there was no effect on total or respirable dose.
This difference is presumably due to the meter-
ing chamber being in contact with propellant
when stored with the valve stem down, allowing
drug to leak out while the metering chamber
is isolated from the propellant drug mixture
with the stem up. Without further work, how-
ever, we could not recommend storage with
the valve stem up as it is said that the sealing
rubber gaskets can dry if not kept moist by
propellants and surfactants, leading to possible
valve dysfunction.9 Ironically, if the canister is
stored valve stem up and not shaken, the first
dose is likely to be the only one approximating
to the nominal dose.
These results also imply that the recom-

mendation of a one minute delay between
actuations is unnecessary and, indeed, it is
likely that this recommendation is rarely ob-
served by patients. The concept that a one
minute delay was necessary was based on the
fact that cooling of the metering chamber oc-
curs immediately after actuation of an MDI
due to rapid boil or "flashing" of propellants
as the chamber is open to atmospheric pressure.
This may adversely affect the performance of
the MDI in two ways. Contraction ofthe meter-
ing chamber due to cooling may reduce the
volume of the next dose,5 and cooling of pro-
pellants in the chamber alters the characteristics
of the aerosol generated on actuation by re-
ducing the peak pressures generated within the
chamber during flashing.'0 1' A recent study has
indeed shown that the performance of an MDI
can be adversely affected when operated at
a temperature close to freezing." However,
cooling due to "flashing" of propellants will
be transient and probably of short duration.
Indeed, for this formulation a delay of five
seconds appears adequate. It has been argued
that a one minute interval between actuations
can enhance the bronchodilator effect of the
second dose by opening up the airways and
allowing improved penetration of the second
dose, but there is no evidence to support this
assertion.
The one situation where rapid multiple doses

are used most commonly is when using a large
volume holding chamber, and our results sug-
gest that introducing four doses rapidly into a
chamber will reduce both the total and "res-
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pirable" dose, independent of other possible
sources of drug loss such as turbulence and
coalescence within the chamber caused by suc-
cessive actuations."2"3 It is interesting to note
that, when using four rapid actuations, the
"respirable" dose falls by 18&2% per actuation.
This approaches the 25% reduction observed
when four actuations of a different MDI for-
mulation were introduced into a large volume
chamber,"4 suggesting that the greatest loss of
"respirable" dose in this situation may be due
to the use of rapid actuations. Two rapid ac-
tuations did not produce a significant effect on
total drug delivery, again similar to the results
of a previous in vitro study using a holding
chamber."2 A recent study with salbutamol de-
livered via a large volume spacer found that
the "respirable" dose fell by 21-9% when using
two actuations, slightly more than the 15-4%
fall noted in our experiments, but when using
three actuations it fell by 61-5%. It is unclear
why such a large fall was observed in that
study. 5
These results suggest that, to use a sal-

butamol MDI optimally, one should follow the
instructions used for in vitro testing - that is,
the canister should be shaken thoroughly before
use and the first two actuations should be
wasted. Any subsequent actuations can be car-
ried out immediately after a 10 second breath
holding period, providing the canister is shaken
at least briefly during the interval,
Although these results, and those from pre-

vious studies,7 suggest that patients should
waste the first two actuations before inhaling,
this has significant implications in terms of
drug wastage and cost. Our results suggest that,
if the MDI is used in the same manner each
time, wasting the first actuation would probably
not improve reproducibility of the dose de-
livered and hence it is probable, for drugs such
as steroids, that it is more important to be
consistent with using the first or third actuation,

rather than arguing that one should be used in
preference.
These results were obtained using a specific

formulation of salbutamol and are not ne-
cessarily applicable to all MDI formulations.
Such information is valuable since it is much
simpler to follow instructions for use if the
reasons for recommending a particular pro-
cedure are easily understood. Studies such as
these should be performed by manufacturers
for each formulation and the results made
available, particularly once formulations using
chlorofluoro carbon replacements become
available.
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