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ABSTRACT
Rationale Limited-channel portable monitors (PMs) are
increasingly used as an alternative to polysomnography
(PSG) for the diagnosis of obstructive sleep apnoea
(OSA). However, recommendations for the scoring of PM
recordings are still lacking. Pulse-wave amplitude (PWA)
drops, considered as surrogates for EEG arousals, may
increase the detection sensitivity for respiratory events in
PM recordings.
Objectives To investigate the performance of four
different hypopnoea scoring criteria, using 3% or 4%
oxygen desaturation levels, including or not PWA drops
as surrogates for EEG arousals, and to determine the
impact of measured versus reported sleep time on OSA
diagnosis.
Methods Subjects drawn from a population-based
cohort underwent a complete home PSG. The PSG
recordings were scored using the 2012 American
Academy of Sleep Medicine criteria to determine the
apnoea–hypopnoea index (AHI). Recordings were then
rescored using only parameters available on type 3 PM
devices according to different hypopnoea criteria and
patients-reported sleep duration to determine the
‘portable monitor AHIs’ (PM-AHIs).
Main results 312 subjects were included. Overall, PM-
AHIs showed a good concordance with the PSG-based
AHI although it tended to slightly underestimate it. The
PM-AHI using 3% desaturation without PWA drops
showed the best diagnostic accuracy for AHI thresholds
of ≥5/h and ≥15/h (correctly classifying 94.55% and
93.27% of subjects, respectively, vs 80.13% and
87.50% with PWA drops). There was a significant but
modest correlation between PWA drops and EEG
arousals (r=0.20, p=0.0004).
Conclusion Interpretation of PM recordings using
hypopnoea criteria which include 3% desaturation
without PWA drops as EEG arousal surrogate showed
the best diagnosis accuracy compared with full PSG.

INTRODUCTION
Obstructive sleep apnoea (OSA) is a highly preva-
lent disease associated with neurocognitive1 impair-
ment and cardiovascular morbidity.2 3 Despite an
increased awareness, studies have shown that
>75% of the patients remain undiagnosed and
untreated.4 To date, attended in-laboratory poly-
somnography (PSG) is considered the gold standard
for OSA diagnosis.5 However, considering the cost,
technical complexity and human resources required

for PSG, unattended portable monitor (PM)
devices have been proposed as an alternative tech-
nique for the diagnosis of OSA. Recent studies
suggest that the diagnosis of OSA with PM devices
can be as accurate as with PSG in selected popula-
tions.6–11 Current guidelines from the American
Academy of Sleep Medicine (AASM) recommend
the use of unattended PMs for the diagnosis of
OSA only in combination with a comprehensive
clinical assessment in patients with a high pre-test
probability of moderate-to-severe OSA and without
comorbid sleep disorder or major comorbid
medical disorders.6 12 The AASM recommends
type 3 PM devices, which include an average of
4–7 channels with at least a measurement of
airflow, respiratory effort and blood
oxygenation.6 13

There are however concerns regarding the inter-
pretation of PM recordings because of the lack of
an EEG signal for the determination of sleep
periods and arousals. Frequency of respiratory
events identified with PM devices (PM-apnoea–
hypopnoea index (AHI)) is calculated based on the

Key messages

What is the key question?
▸ How should sleep portable monitor (PM)

recordings be scored in the absence of
EEG-defined arousals and sleep duration?

What is the bottom line?
▸ Hypopnoea criteria using 3% oxygen

desaturation level without pulse-wave
amplitude (PWA) drops as EEG arousal
surrogate accurately classified mild-to-moderate
obstructive sleep apnoea (OSA), whereas
including PWA drops may provide a higher
accuracy only for diagnosis of severe OSA.

Why read on?
▸ This study allows direct comparison between

complete polysomnography and type 3 PM
recorders, provides new insights on the scoring
of respiratory events with PM recordings and
evaluates a novel way to define respiratory
events with the use of PWA drops as
surrogates for EEG arousals.
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number of apnoeas and hypopnoeas divided by the total record-
ing time (TRT), while the PSG-AHI is calculated based on the
number of apnoeas and hypopnoeas divided by the total sleep
time (TST). Moreover, PM recordings cannot incorporate the
criteria of arousals used for the identification of hypopnoeas as
recommended by the AASM.5 14 Therefore, PM devices may
underestimate the severity of OSA because of a longer TRT
compared with TST (increased denominator) and because of a
lower number of hypopnoeas due to the absence of EEG
arousal detection (decreased numerator). On the other hand,
possible scoring of respiratory events during nocturnal wake
periods with PM devices (increased numerator) may result in an
overestimation of the PM-AHI compared with the
PSG-determined AHI.

Currently, there are no specific recommendations for the
scoring of respiratory events in PM recordings. Even though
type 3 PMs cannot detect arousals because of the absence of
EEG, indirect detection of arousals using surrogate signals have
been elaborated. For instance, pulse-wave amplitude (PWA)
drops have been shown to be a sensitive surrogate marker for
EEG arousals.15 PWA drops is a non-invasive measure obtained
from finger photoplethysmography provided by most pulse oxi-
meters. It is believed to be a marker of peripheral vasoconstric-
tion induced by the autonomic response associated with
arousals from sleep (autonomic arousals). PWA drops could
therefore be considered as a surrogate for EEG arousals and
used as a secondary criterion in the definition of hypopnoeas in
PM recordings. Figure 1 shows an example of a hypopnoea fol-
lowed by an arousal and a PWA drop.

Even though this marker has not been validated in the general
population, PWA drops sensitivity of 89.1% and 70.9% for
EEG arousals were reported in patients with non-invasive venti-
lation and in patients with OSA respectively.15 16 Moreover the
magnitude of PWA drops is associated with the EEG arousal
intensity and the use of PWA drops as surrogate for EEG
arousal was shown to improve inter-scorer reliability for
PSG.17 18

We hypothesised that the use of PWA drops as surrogates for
EEG arousals may improve the sensitivity of the PM-AHI and
that the use of a higher threshold for oxygen desaturation (4%
instead of 3%) could improve the specificity of the PM-AHI for
the diagnosis of OSA. The objective of our study was to deter-
mine the performance of different hypopnoea scoring criteria,
including or not PWA drops and using 3% or 4% oxygen desat-
uration thresholds, for the scoring of PM recordings in compari-
son with complete home PSG.

METHODS
Selection and description of the participants
For the present study, 312 subjects were drawn from the
HypnoLaus cohort (previously described19) and stratified
according to AHI severity (<5/h, 5–15/h, 15–30/h and >30/h),
age (≤60 and >60 years of age) and gender. We also identified a
subpopulation with a high pre-test risk of OSA defined as an
Epworth Sleepiness Scale (ESS)20 score >10 and a STOP-BANG
score21 of at least 3/8. The latter score included the following
items: Snoring, daytime Tiredness, Observed apnoea, high
blood Pressure, Body mass index ≥35 kg/m2, Age ≥50 years,
Neck circumference ≥40 cm and male Gender. Subjects on
β-blocker therapy were excluded from the analysis as this treat-
ment could potentially blunt autonomic response and therefore
alter PWA drop detection.

Polysomnography
Complete PSGs were performed unattended at home and were
scored according to the AASM 2007 recommendation.14

Certified PSG technicians equipped the subjects with the PSG
recording system (Titanium, Embla Flaga, Reykjavik, Iceland) in
late afternoon at the Lausanne University Sleep Centre (Centre
for Investigation and Research in Sleep). PSG recording and
interpretation techniques used in HypnoLaus was previously
described.19 Respiratory events were scored manually according
to the updated AASM 2012 recommendations5 with hypopnoea
defined as: (1) a drop of nasal pressure excursion of at least
30% from pre-event baseline, (2) lasting at least 10 s and (3)
accompanied with either a 3% oxygen desaturation or an EEG
arousal. Frequencies of respiratory events with PSG were
reported as AHI, that is, the number of apnoeas and hypop-
noeas divided by the TST in hours. The arousal index was calcu-
lated as the number of EEG arousals divided by the TST.

Type 3 portable monitor devices
The PSG recordings were reinterpreted by a trained pulmonolo-
gist (SV) after removing channels available only in PSG (EEG,
electro-oculography and muscle activity) in order to simulate a
type 3 PM device. The remaining channels were: nasal pressure,
pulse oximetry, thoracic and abdominal respiratory effort belts
and body position. Recording duration was determined accord-
ing to the subject’s self-reported ‘lights-off ’ and ‘lights-on’
times. Respiratory events were scored manually. Hypopnoea was
defined as: (1) a drop of nasal pressure excursion of at least
30% from pre-event baseline, (2) lasting at least 10 s and (3)
four sets of secondary criteria described in table 1. An auto-
mated algorithm identified PWA drops on the photoplethysmo-
graphy channel based on drop of at least 30% of baseline PWA,
a PWA drop duration of at least 3 s and ≤50 s and a minimum
interval between two PWA drops of at least 10 s. To be asso-
ciated with a respiratory event, PWA drops had to occur at least
5 s after the beginning of the respiratory event and no later than
10 s after its end. Frequencies of respiratory events with type 3
PM recordings were reported as PM-AHI values, that is, the
number of apnoea and hypopnoea divided by the TRT. The
PWA drop index corresponded to the number of PWA drops
divided by the TRT.

Statistical analysis
Agreement between PM-AHIs and the AHI, between arousal
index and PWA drop index and between TST and TRT were
assessed using Bland–Altman plots in which the mean value of
both measures are plotted on the abscissa and their difference
value on the ordinate. The limit of agreement between the two
measurements was defined as the mean difference value
±1.96×SD of the individual differences (see online supplemen-
tary figure S1). The accuracy of the PM-AHI was also deter-
mined for different AHI thresholds (≥5/h, ≥15/h and ≥30/h)
and was expressed as sensitivity, specificity, positive predictive
value, negative predictive value, positive likelihood ratio (+LR),
negative likelihood ratio (−LR), positive post-test probability
(number of true-positive divided by all positive results), negative
post-test probability (number of false-negative divided by all
negative results) and percentage of correctly classified subjects
(the number of true-positives and -negatives results divided by
all positive and negative results). Receiver operating characteris-
tic (ROC) curves were used to illustrate the discriminatory abil-
ities of the PM-AHI for the same established AHI thresholds.
The statistical programmes used were Stata V.11 (StataCorp,
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College Station, Texas, USA) and Medcalc for Bland–Altman
plots (V.12.7.7.0 Medcalc software, Ostend, Belgium).

RESULTS
Table 2 summarises anthropometric characteristics and main
PSG data. Included subjects were evenly distributed among OSA
severity categories defined by AHI thresholds (<5/h, 5–15/h,
15–30/h and ≥30/h), between age categories (≤60 and
>60 years of age) and between genders. A total of 116 subjects
(37.18%) were identified as having ‘high pre-test-risk’ of OSA.

We observed a significant but modest correlation between the
EEG arousal index determined by PSG and the PWA drop index
obtained with type 3 PM devices (r=0.20, p=0.0004). The latter
tended to overestimate the arousal index by a mean of 15.61
±17.53 events/h. Almost a third of hypopnoeas (median (95%
CI): 31.3% (27.8 to 33.9)) scored on the PSG recordings were
not associated with a 3% oxygen desaturation. There was also a

correlation between TST and TRT (r=0.565, p<0.0001) but
TSTwas overestimated by a mean of 80.74±64.11 min by TRT.

Table 3 summarises the results of the Bland–Altman analysis
for the global and ‘high-risk’ populations, respectively (the four
detailed Bland–Altman plots are shown on online supplemen-
tary table S1 in repository). This table shows that the evaluated
PM-AHIs tend to underestimate the PSG-determined AHI
(mean difference PM-AHI1<PM-AHI4<PM-AHI3: −1.3±4.8/
h< −2.8±7.4/h< −7.6±7.5/h, respectively) except for
PM-AHI2 that resulted in an overestimation (mean difference
+3.5±5.4/h). Differences between the AHI and PM-AHIs and

Figure 1 Example of hypopnoea followed by EEG arousal and a pulse-wave amplitude (PWA) drops (arrows). SaO2, blood oxygen saturation level;
Abdomen, abdominal movements; Thorax, thoracic movements.

Table 1 Hypopnoea scoring criteria

Hypopnoea scoring criteria*

a. Drop of nasal pressure excursion of at least 30% from baseline
andb. Duration of at least 10 s and

PM-AHI1 c. Oxygen desaturation of at least 3%
PM-AHI2 c. Oxygen desaturation of at least 3% and/or PWA drop of 30% from

baseline
PM-AHI3 c. Oxygen desaturation of at least 4%
PM-AHI4 c. Oxygen desaturation of at least 4% and/or PWA drop of 30% from

baseline

*Scoring of a hypopnoea requires the presence of criteria (a) and (b) in association
with either (c) and/or (d).
PM-AHI, portable monitor apnoea–hypopnoea index; PWA, pulse-wave amplitude.

Table 2 Characteristics of the studied population

Total population
n=312

‘High-risk’ subgroup
n=116

Male; % 50.32 72.41
Age (years); mean±SD 61.16±10.71 61.55±10.81

40–60 years; % 50.00 48.28
60–85 years; % 50.00 51.72

BMI, kg/m2; mean±SD 26.19±4.60 27.49±5.10
AHI, n/h; median (IQR) 13.85 (4.50–27.10) 16.85 (6.95–30.95)
AHI categories; n (%)
AHI<5/h 80 (25.6) 23 (19.8)
AHI 5–15/h 80 (25.6) 30 (25.9)
AHI 15–30/h 78 (25.0) 31 (26.7)
AHI ≥30/h 74 (23.7) 32 (27.6)

ODI 3%, n/h; median (IQR) 13.1 (4.6–24.6) 17.65 (6.80–27.95)
ODI 4%, n/h; median (IQR) 5.75 (1.35–14.7) 9.00 (2.65–18.40)

AHI, apnoea–hypopnoea index; BMI, body mass index; ‘high-risk’ for OSA, subjects
with an Epworth Sleepiness Scale score of >10 and/or a STOPBANG score of ≥3/8;
ODI, oxygen desaturation index; OSA, obstructive sleep apnoea.
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limits of agreement (1.96×SD) were the lowest with PM-AHI1
(mean difference 1.3±4.8/h for the total population and 1.7
±5.2/h for the ‘high-risk’).

The discriminatory abilities of the PM-AHIs were assessed in
terms of sensitivity and specificity using ROC curve analysis for
AHI thresholds of ≥5/h, ≥15/h and ≥30/h. The area under the
curve (AUC) values are summarised in table 4. For all subjects,
the best operating characteristics were obtained mostly with
PM-AHI1 and increased with higher AHI thresholds.

Tables 5 and 6 summarise the diagnostic accuracy of the
PM-AHIs. These tables show that for any given AHI thresholds,
inclusion of PWA drops in hypopnoea criteria increased sensitiv-
ity, whereas using an oxygen desaturation of 4% increased speci-
ficity. In our population sample, prevalence of OSA (pre-test
probability) for AHI thresholds of ≥5/h and ≥15/h were 74.4%
and 48.7%, respectively, according to the PSG results. In the
high-risk population, the prevalence for the same AHI thresh-
olds was 80.2% and 54.3%, respectively. For these AHI thresh-
olds, PM-AHI1 resulted in the best diagnostic accuracy in terms
of combined sensitivity (≥90.13%), specificity (≥81.25%), +LR
(≥5.24), −LR (≤0.10) and thus correctly classified 93.3% of
subjects. For an AHI threshold of ≥30/h, PM-AHI2 was superior
to PM-AHI1 regarding combined sensitivity (≥89.19%), specifi-
city (≥95.24%), +LR (≥20.34), −LR (≤0.11) and therefore cor-
rectly classified 94.2% subjects. The accuracy of the four
PM-AHIs was mildly higher in the ‘high-risk group’ compared
with all subjects, probably due to a slightly higher sleep

disodered breathing (SDB) prevalence, reducing the risk of false-
negative results in this group.

DISCUSSION
To our knowledge, this is the first study comparing different
scoring criteria for the interpretation of PM recordings using
traditional and alternative signals such as PWA drops. According
to our results, interpretation of PM recordings using hypopnoea
criteria, which include 3% desaturation level without PWA
drops, showed the best diagnosis accuracy for mild and moder-
ate OSA. Incorporating PWA drops as surrogates for EEG arou-
sals only adds accuracy in detecting severe OSA.

Overall, all tested PM-AHIs showed a high concordance with
PSG-AHI and slightly underestimated the number of respiratory
events for most of them (except PM-AHI2). This seems to be
mainly due to a difference between TRT based on self-reported
‘lights off ’ and ‘lights on’ times compared with EEG-measured
TST, which was about 80 min shorter. This increase in the
denominator of the PM-AHI (ie, the TRT) systematically
decreased the severity of PM-AHI values in almost all of the
subjects. There is thus a need for a reliable non-EEG-based algo-
rithm that could predict sleep time using PM physiological
signals in order to improve PM accuracy.

When PWA drops were included in hypopnoea definitions
along with 3% desaturation levels (PM-AHI2), the increase in
the numerator (ie, the number of respiratory events) led to a
mild overestimation of the index. However, including PWA
drops did not improve the number of correctly classified sub-
jects with mild-to-moderate SDB, probably due to the poor cor-
relation between PWA drops and EEG arousals.

Most previous studies in which PM devices were used evalu-
ated ‘high-risk’ populations referred to sleep clinics for suspi-
cion of OSA. For that reason, AASM 2007 clinical guidelines6

recommended the use of type 3 PM devices only in patients
with a ‘high pre-test probability’ for OSA. One of the strengths
of our study was the inclusion of a sample of subjects drawn
from the general population and stratified to obtain a sample
evenly distributed in terms of age, gender and OSA severity.
This allowed testing the effect of the different scoring criteria in
a population with higher and lower pre-test probability of OSA.
When we specifically studied a subgroup of subjects identified as
‘high-risk’ for OSA based on clinical symptoms and parameters
(ESS20 >10/24 and STOP-BANG21 >2/8) to simulate the

Table 3 Bland–Altman plots summary

Total population High-risk population

Δ AHI—
PM-AHI 95% CI

Δ AHI—
PM-AHI 95% CI

PM-AHI1 1.3 −8.2 to 10.8 1.7 −8.6 to 11.9
PM-AHI2 −3.5 −14.0 to 7.0 −3.0 −14.9 to 8.8
PM-AHI3 7.6 −7.0 to 22.2 8.7 −7.5 to 24.9
PM-AHI4 2.8 −11.7 to 17.4 4.0 −12.4 to 20.4

AHI, the polysomnography apnoea–hypopnoea index; PM-AHIx, the portable monitor
apnoea–hypopnoea indices; PSG, polysomnography; ΔAHI—PM-AHI, the difference
between the polysomnography and the portable monitor apnoea–hypopnoea index
(positive numbers show an underestimation of PSG-AHI by PM-AHI, negative numbers
the opposite).

Table 4 Details of receiver operating characteristic curves for PM-AHI1, PM-AHI2, PM-AHI3 and PM-AHI4 according to polysomnographic AHI
thresholds of ≥5/h, ≥15/h and ≥30/h for (1) all the subjects and (2) ‘high-risk’ subjects

AHI ≥5/h AHI ≥15/h AHI ≥30/h

AUC 95% CI AUC 95% CI AUC 95% CI

All subjects
PM-AHI1 0.986 0.966 to 0.996 0.987 0.968 to 0.997 0.991 0.973 to 0.998
PM-AHI2 0.971 0.946 to 0.987 0.979 0.957 to 0.992 0.984 0.963 to 0.995
PM-AHI3 0.981 0.959 to 0.993 0.981 0.958 to 0.993 0.983 0.962 to 0.994
PM-AHI4 0.947 0.916 to 0.969 0.968 0.941 to 0.984 0.979 0.957 to 0.992

High-risk subjects
PM-AHI1 0.996 0.961 to 1.000 0.988 0.947 to 0.999 0.994 0.957 to 1.000
PM-AHI2 0.984 0.940 to 0.998 0.984 0.940 to 0.998 0.984 0.941 to 0.998
PM-AHI3 0.998 0.965 to 1.000 0.985 0.943 to 0.999 0.985 0.942 to 0.999
PM-AHI4 0.957 0.903 to 0.986 0.972 0.924 to 0.994 0.981 0.936 to 0.997

AHI, apnoea–hypopnoea index; AUC, area under the curve; ‘high-risk’ subjects, subjects with an Epworth Sleepiness Scale score of >10 and/or a STOP-BANG score of ≥3/8; PM-AHI,
portable monitor apnoea–hypopnoea index.
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population seen in clinical practice, we obtained results compar-
able to our stratified general population sample. Overall, we
found a higher prevalence of sleep disordered breathing in our
study sample than previously reported. As discussed in another
article,19 we believe that this is due to the use of more sensitive
sensors (nasal pressure instead of thermistor and modern oxi-
meters) and new scoring criteria compared with previous
cohorts.

Our results show that the strongest correlation between
PSG-AHI and type 3 PM was obtained using the PM-AHI1 cri-
teria, which define hypopnoea using 3% oxygen desaturation
without PWA drops. According to the ROC curve analysis,
PM-AHI1 also showed the best discriminatory abilities for the
diagnosis of OSA in almost all AHI categories. In the global
population and in the ‘high-risk’ subgroup, PM-AHI1 correctly
classified most subjects when AHI thresholds of ≥5/h and ≥15/h
were used. These criteria (PM-AHI1) seem to be the best com-
promise between a high +LR and a low −LR and thus seem to

be the most reliable criteria to score PM recordings in a clinical
setting. However, we cannot exclude that a more stringent def-
inition of PWA drops (eg, 50% instead of 30% drop) or another
surrogate for arousals that shows better correlation to EEG
arousals could potentially yield a better agreement between PM
and full PSG scoring.

Previous studies tried to use surrogate to EEG arousal to
score PM recording. Masa et al22 used breathing amplitude
increases to estimate the presence of an arousal but found that it
did not substantially increase the agreement between PM and
PSG. In our study, PWA drop signal was used as a surrogate for
EEG-defined arousals in the PM-AHI2 and PM-AHI4. Overall,
the PWA drop index overestimated the EEG arousal index by a
mean of 15.6 events/h. This can probably be explained by the
important variations in PWA signal occurring during nocturnal
wake periods included in PM-based PWA drop index but not in
PSG-based arousal index. Moreover, non-respiratory stimula-
tions of the autonomic system such as arousals due to noise,

Table 5 Diagnostic accuracy of PM-AHIs for AHI thresholds of ≥5/h, ≥15/h and ≥30/h in all subjects

Sens (%) Spe (%) PPV (%) NPV (%) +LR +PTP (%) −LR −PTP (%) CC (%)

AHI ≥5/h (n=232; pre-test probability=74.36%)
PM-AHI1 99.14 81.25 93.88 97.01 5.29 93.88 0.01 2.82 94.55
PM-AHI2 100.00 22.50 78.91 100.00 1.29 78.91 0.00 0.00 80.13
PM-AHI3 77.16 98.75 99.44 59.85 61.72 99.44 0.23 40.01 82.69
PM-AHI4 98.71 51.25 85.45 93.18 2.02 85.41 0.03 8.00 86.54

AHI ≥15/h (n=152; pre-test probability=48.72%)
PM-AHI1 90.13 96.25 95.80 91.12 24.04 95.81 0.10 8.68 93.27
PM-AHI2 99.34 76.25 79.89 99.19 4.18 79.88 0.01 0.94 87.50
PM-AHI3 53.95 100.00 100.00 69.57 * 100.00 0.46 30.41 77.56
PM-AHI4 77.63 96.88 95.93 82.01 24.84 95.93 0.23 17.93 87.50

AHI ≥30/h (n=74; pre-test probability=23.72%)
PM-AHI1 70.27 100.00 100.00 91.54 * 100.00 0.30 8.53 92.95
PM-AHI2 89.19 95.80 86.84 96.61 21.23 86.85 0.11 3.31 94.23
PM-AHI3 29.73 100.00 100.00 82.07 * 100.00 0.70 17.88 83.33
PM-AHI4 50.00 99.58 97.37 86.50 119.00 97.37 0.50 13.46 87.82

*Infinite value.
AHI, apnoea–hypopnoea index; CC, correctly classified; −LR, negative likelihood ratio; +LR, positive likelihood ratio; NPV, negative predictive value; PM-AHI, portable monitors apnoea–
hypopnoea index; PPV, positive predictive value; −PTP, negative post-test probability; +PTP, positive post-test probability; Sens, sensitivity; Spe, specificity.

Table 6 Diagnostic accuracy of PM-AHIs for AHI thresholds of ≥5/h, ≥15/h and ≥30/h in high-risk subjects

Sens (%) Spe (%) PPV (%) NPV (%) LR+ PPTP (%) LR− NPTP (%) CC (%)

AHI ≥5/h (n=93; pre-test probability=80.17%)
PM-AHI1 98.92 86.96 96.84 95.24 7.58 96.84 0.01 3.89 96.55
PM-AHI2 100.00 26.09 84.55 100.00 1.35 84.52 0.00 0.00 85.34
PM-AHI3 81.72 100.00 100.00 57.50 * 100.00 0.18 42.12 85.34
PM-AHI4 100.00 47.83 88.57 100.00 1.92 88.59 0.00 0.00 89.66

AHI ≥15/h (n=63; pre-test probability=54.31%)
PM-AHI1 95.24 92.45 93.75 94.23 12.62 93.75 0.05 5.61 93.97
PM-AHI2 100.00 64.15 76.83 100.00 2.79 76.83 0.00 0.00 83.62
PM-AHI3 58.73 100.00 100.00 67.09 * 100.00 0.41 32.77 77.59
PM-AHI4 80.95 98.11 98.08 81.25 42.90 98.08 0.19 18.42 88.79

AHI ≥30/h (n=32; pre-test probability=27.59%)
PM-AHI1 81.25 100.00 100.00 93.33 * 100.00 0.19 6.75 94.83
PM-AHI2 96.88 95.24 88.57 98.77 20.34 88.57 0.03 1.13 95.69
PM-AHI3 37.50 100.00 100.00 80.77 * 100.00 0.63 19.36 82.76
PM-AHI4 62.50 98.81 95.24 87.37 52.50 95.24 0.38 12.65 88.79

*Infinite value.
AHI, apnoea–hypopnoea index; CC, correctly classified; −LR, negative likelihood ratio; +LR, positive likelihood ratio; NPTP, negative post-test probability; NPV, negative predictive value;
PM-AHI, portable monitors apnoea–hypopnoea index; PPTP, positive post-test probability; PPV, positive predictive value; Sens, sensitivity; Spe, specificity.
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pain or periodic leg movements can also generate PWA drops
without an EEG arousal and without a SaO2 drop

No single index derived from PSG recordings have shown to
be a clear predictor of incident hypertension,23 but previous
studies have suggested that PWA drops are associated with
increased blood pressure24 and reflect subtle cortical activation
even in the absence of EEG-defined arousals.15 Even though
adding PWA drops does not substantially increase the overall
accuracy of PM, we cannot exclude that including this signal in
the definition of respiratory events such as PM-AHI2 (or
PM-AHI4) could be a more reliable predictor of incident cardio-
vascular and metabolic outcomes than standard AHI. However,
only the long-term follow-up of this group of subjects will
provide the answer to this question.

Several studies25–32 analysed the correlation between
PSG-AHI and AHIs obtained from different PM devices and
showed good diagnostic agreements, but the comparison
between these studies among them and with ours is challenging
because of differences in the sensors used or the settings in
which the studies took place (unattended at home or attended
in-laboratory, simultaneous or separate recordings). In our study,
we tried to limit the influence of these factors through a study
design including a single PSG night recording at the subject’s
home using one single portable recorder device. We cannot
exclude, however, that using a PM with a less-sensitive oximeter
could yield a lower agreement rate with the PSG recording.33

There are also limitations in our study that need to be consid-
ered. First, the HypnoLaus cohort study, from which these sub-
jects were drawn, included only subjects between 40 and
85 years of age. Our results can thus only apply to this age
range and cannot be generalised to younger subjects. We
believe, however, that the 40- to 85-year-old population is rep-
resentative of standard patients referred sleep clinic patients for
a suspicion of OSA. Second, only a subset of HypnoLaus cohort
subjects (312) were re-analysed with the four sets of PM-AHI
criteria. Still, since the concordance between the PM-AHI and
the AHI was already highly significant, we do not believe that
adding more subjects would change our conclusion. Third, our
analysis is based on unattended home PSG with the recorder
and sensors attached in the sleep laboratory, which may slightly
differ from standard type 3 PMs that can be attached in the
sleep laboratory or at home. Fourth, we did not perform an
event-by-event comparison between PSG and PM. It is thus pos-
sible that not the same events were identified with the two
scoring methods. Despite these possible differences, the overall
clinical classifications showed a good agreement. Last, we
excluded subjects using β-blockers as these medications are
believed to influence the PWA signal. Consequently, our results
cannot be generalised to this population.

Overall this study suggests that, despite differences in the
measured parameters, PM can provide a reliable evaluation of
OSA severity in most patients. Recent studies further evaluated
the place of PM in diagnostic algorithms9 34–37 and suggested
that PM devices could be used in current practice.

CONCLUSION
These results show that, compared with home PSG-AHI,
PM-derived AHI values using standard criteria (3% desaturation
without PWA drops) and self-reported TRT can correctly classify
patients with OSA with an accuracy of >93%. Criteria including
PWA drops as a surrogate for EEG arousal for the scoring of
hypopnoea showed a higher sensitivity only for the identifica-
tion of severe OSA subjects but do not seem to substantially
increase the overall accuracy of PM.
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