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ABsTrACT
Malignant pleural effusion is common and causes 
disabling symptoms such as breathlessness. Treatments 
are palliative and centred around improving symptoms 
and quality of life but an optimal management strategy 
is yet to be universally agreed. A novel pump system, 
allowing fluid to be moved from the pleural space to the 
urinary bladder, may have a role for the management of 
recurrent malignant pleural effusion. We hereby describe 
the first animal study using this device and the results of 
the first application in patients.

BACkground
Malignant pleural effusion (MPE) is common and 
causes disabling symptoms such as breathlessness. 
Treatments are palliative and centred around 
improving symptoms and quality of life but an 
optimal management strategy is yet to be univer-
sally agreed. The recent European Respiratory 
Society clinical statement on MPE recommend 
indwelling pleural catheter insertion for selected 
patients and talc pleurodesis when aiming for 
pleural symphysis.1

A novel pump system may have a role for the 
management of recurrent malignant pleural effu-
sion. The Alfapump system is a subcutaneously 
implanted battery- powered device allowing ascitic 
fluid to be automatically moved from the perito-
neal cavity to the urinary bladder before being 
eliminated through normal urination. The safety 
and efficacy of the Alfapump has already been 
evaluated in cirrhotic liver patients.2 The modified 
Pleurapump system is a subcutaneous device with 
a rechargeable battery, allowing fluid to be moved 
from the pleural space to the urinary bladder. 
The pleurapump system (figure 1a) consists of 
an implantable sealed housing (A) containing an 
internally powered pump with supportive elec-
tronic components and circuits; two implantable 
silicone catheters with polyester cuffs to anchor 
them in position—a pleural catheter (15Fr, 80 cm; 
B) and a bladder catheter (15Fr, 44 cm; C)—and 
a non- implantable charger (D and E). One of the 
catheters is located within the pleural space and 
the other is implanted in the urinary bladder, 
with the pump and battery implanted subcuta-
neously into the abdomen. The device moves 
the fluid from the pleural space to the bladder 
via the pump. The pumping algorithms control 
fluid pumping in accordance with the predeter-
mined parameters and is monitored by pressure 
and position sensors. The implanted battery may 
be recharged transcutaneously using a wireless 
charger which can also programme the pump and 
collect performance data.

We describe the first animal study using this device 
and the results of the first human study using this 
device.

The animal study
The Pleurapump was successfully implanted into 
four pigs according to the European Convention 
for the Protection of vertebrate animals3 (figure 1b).
The first procedure took over 1 hour with subse-
quent procedures being complete in less than 40 min. 
Successful fluid transport cycles were completed in 
three animals. In one animal, successful fluid trans-
port cycles were not possible due to technical prob-
lems priming the pump prior to implantation and 
subsequent trapping of air within the catheters. 
Reasons for unsuccessful pump cycles included insuf-
ficient fluid present in the pleural cavity, insufficient 
transport time and excessive bladder pressure. Pres-
sure–time curves during pump activation at different 
respiratory rates in the absence and presence of fluid 
in the pleural cavity indicate that successful and 
comparable pump functioning and fluid transport 
was achieved at the different respiratory conditions 
tested (figure 2). There were no complications with 
any of these insertions.

First in human: phase 1 study
Two patients were enrolled in this study from 
Marseille, France (NCT01952327)4 (figure 1c). 
Both underwent a medical thoracoscopy for the 
pleural access.5 The pump was placed in a subcu-
taneous pocket on the right side of the abdomen. 
The subcutaneous pocket was created by blunt 
dissection via a small incision of approximately 
5 cm in length. Through a small incision (2 and 
3 cm) the pleural and the bladder catheter were 
inserted. Insertion of the catheter into the pleural 
space was done during a thoracoscopy proce-
dure. An introducer kit was employed to facili-
tate the placement (Carefusion, Vernon Hills, 
Illinois, USA). The bladder catheter was placed 
at the same time by an experienced doctor or 
surgeon familiar with the placement of supra- 
pubic catheters. Insertion of the catheter into the 
bladder was performed percutaneously using the 
Seldinger technique using an introducer kit. Both 
catheters were tunnelled subcutaneously to the 
pump pocket so no component protrudes above 
the skin. An anaesthetist was present throughout 
the procedure to control pain and in case of any 
requirement for sedation. Both the pleural and 
bladder catheters were cut to a custom length 
prior to attachment to the pump. The Dacron 
discs attached to the pump encourage the growth 
of tissue around the pump, to anchor it in place 
within the implantation pocket. The clinician 

432  Astoul P, et al. Thorax 2020;75:432–434. doi:10.1136/thoraxjnl-2019-214003

 on M
ay 23, 2023 by guest. P

rotected by copyright.
http://thorax.bm

j.com
/

T
horax: first published as 10.1136/thoraxjnl-2019-214003 on 12 M

arch 2020. D
ow

nloaded from
 

http://crossmark.crossref.org/dialog/?doi=10.1136/thoraxjnl-2019-214003&domain=pdf&date_stamp=2020-04-17
https://www.brit-thoracic.org.uk
http://thorax.bmj.com
http://thorax.bmj.com/


Brief communication

Figure 1 The pleurapump system. (1a) The pleurapump system components—pleurapump (A), pleural catheter (B), bladder catheter (C), smart 
charger (D) and docking station (E). (b) Surgical implantation of the pleurapump (1. 7 mm pleural trocar; 2. 2 mm pleural needle; 3. pleural catheter; 
4. pump pocket; 5. bladder catheter). (A) Pleural access (1, 2, 3) and subcutaneous pocket (4) with yellow bladder catheter (B) pleurapump placement 
(pleural catheter in blue) (C) Pleurapump in place after the end of the procedure. (c) Patient’s imaging with implanted device. Pleural catheter; 

Bladder catheter; Implanted pleurapump).

Figure 2 Pressure–time curve during pump activation in the absence 
and presence of fluid in the pleural cavity. Blue line: ambient pressure 
(mBar), red line: inlet pressure (mBar), green line: pump pressure (mBar), 
purple line: outlet pressure (mBar).

verifies the function of the pump after implantation and prior 
to incision closure. Thereafter, the clinician can wirelessly 
retrieve operational information from the implanted pump 
and make adjustments to treatment using the Charger.

The first patient was a 50- year- old woman suffering from a 
primary lung adenocarcinoma. She was enrolled in the trial after 
developing recurrent malignant pleural effusion leading to six ther-
apeutic thoracentesis, each aspiration was greater than 1000 mL. 
A previous attempt for talc pleurodesis had failed. The pleural 
fluid was very bloody with a lot of clot. The patient had the device 
implanted during medical thoracoscopy lasting 70 min followed. 
The pump and pleural catheter were placed on the right side 
and 760 mL of fluid was drained during the procedure. Prophy-
lactic antibiotics were administered prior to the procedure, and 
the pump was started 12 hours after the implantation at a rate of 
100–300 mL/day. The patient was discharged 4 days after implant. 
Following discharge the patient underwent chemotherapy, and due 
to underlying disease progression and side effects of chemotherapy 
was admitted 1 month after the implant. Her chemotherapy was 
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stopped and she received parenteral nutritional support resulting 
in stabilisation of her general condition.

The patient then began suffering symptoms of breathlessness on 
day 40 and was admitted on day 55. Investigation revealed fibrin 
blockage of the pleural catheter and subsequent malfunction of 
the pump. The catheter was replaced on day 61 and full recovery 
achieved after 7 days (day 68). The patient died 3 months after 
device placement due to disease progression. During the patient’s 
therapy the pleurapump removed a total of 17.1 L of pleural fluid 
at rates as high as 600 mL/day. Visual Analogue Scale (VAS) assess-
ment for abdominal pain remained unchanged at 0 throughout the 
treatment, chest or thoracic pain reduced from 3.9 to 0 by day 
two and remained at 0 for the remaining time. Breathlessness pain 
assessed by combined VAS decreased gradually from nine at base-
line to 5, however, as complications related to underlying disease 
and catheter blockage occurred, this again rose to 9.7 at month 2.

The second patient was a 45- year- old woman who was diag-
nosed thirteen years before with breast cancer initially treated by 
surgery and, due to a relapsed disease 4 years later with chemo-
therapy, radiotherapy and hormone therapy. Further progression 
after 5 years of follow- up led to a radical mastectomy, adjuvant 
chemotherapy and hormone therapy. A new malignant pleural 
effusion due to progression of the disease led to enrolment in the 
clinical trial.

The patient was implanted during medical thoracoscopy lasting 
85 min. The pump and pleural catheter were placed on the right 
side and 300 mL of fluid was drained during the procedure. 
Prophylactic antibiotics were administered. The pump was initially 
set to pump 100–300 mL/day and the patient was discharged 4 
days after implant. The patient’s pleural effusion was managed for 
12 months using the pleurapump with a total of 33.5 L removed 
by pump without the need for additional pleural intervention. The 
patient presented with dyspnoea on day 35 following implant, 
related to moderate recurrence of right pleural effusion attrib-
uted to suspected pleural catheter occlusion and demonstrable 
chemotherapy- related asthenia. However the patient improved 
spontaneously within 72 hours without any additional interven-
tion. VAS assessment for abdominal pain remained effectively 
unchanged at 0 throughout the 12 months treatment. Chest or 
thoracic pain decreased from 3.2 to 0 immediately following 
implant and remained low (0–1.1) with transient increases to 3.9 
at 2 months and again rising to 6.1 at 9 months before again falling 
to 0 at 12 months. Breathlessness pain by combined VAS decreased 
gradually from 7.5 at baseline to levels between 1 and 2.2, with 
temporal increases to 3.7 at 3 months and 7.0 at 12 months.

disCussion
We have shown that the pleurapump can be successfully implanted 
into pigs and humans using standard medical and surgical tech-
niques. The procedure can be conducted by chest physicians with 
experience in the placement of pleural drains with assistance from 
urologists familiar with the placement of supra- pubic catheters 
using a modified Seldinger technique followed by subcutaneous 
tunnelisation of the catheter to the subcutaneous abdominal pocket 
for the pump. It is vital for the catheters' functionality to be aligned 
in the same plane toward the pump.

This system looks to address the issues represented by admin-
istration of an intrapleural agent to obtain a pleural symphysis or 
by the insertion of a long- term chest drain or indwelling pleural 
catheter. For the latter, some patients find the frequent need for 
medical or nursing intervention to be intrusive, and drainages 
can be painful, especially in cases with trapped lung. In addition, 
in several countries, the cost- efficacy of such devices, mainly the 

pre- filled vacuum bottles, is not relevant.
Occasional peritoneal catheter blockage has been previ-

ously observed in earlier studies using the same pump system 
(alfapump).2 6 In cirrhotic ascites this problem had largely been 
solved with the change to the newer Medionics catheter.7 Both of 
our patients had this catheter placed and still suffered a blockage, 
1 requiring reintervention and the other resolved spontaneously. 
Blockages and catheter malfunctions are also noted as a complica-
tion in indwelling pleural catheters (IPC),8–10 often requiring inter-
vention. Regarding the pleurapump safety, the small samples size 
makes it difficult to assess other risks as pleural or bladder/urinary 
infections, potential retrograde flow, cancer cell dissemination 
which will be a major issue in future clinical trials.

In conclusion, the pleurapump was able to effectively remove 
fluid from the pleural cavity under both controlled physiological 
and spontaneous breathing conditions and to stop pumping in 
the absence of fluid. Further clinical studies enrolling large cohort 
of patients are needed to validate the place of pleurapump in the 
management of patients presenting recurrent malignant pleural 
effusions.
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